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1 Version History 

1.1 Version 2.0.0 

 

Initial version of MSU 4400(X)-180  

  

 

1.2 Version 2.0.1 

 

Bugfix: Detection of a communication problem between Protos and Unical 

In rare cases, communication between Protos and Unical could be interrupted. 

 

 


